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I GENERAL INFORMATION 


1.1 FEATURES 


The TF 1370A isa general-purpose sine 
wave generator covering the frequency range 
10 c/s to10 Mc/s. It also delivers a high- 
quality square wave output at frequencies 
between 10 c/s and 100 kc/s. 


The instrument is primarily a signal 
source for measurements and tests on audio 
and video amplifiers and networks. With 
its four output impedances - 600, 130, 100, 
and 75 @ - it is suitable for use with trans- 
mission lines, filters, attenuators, etc. 


Among other applications as a sine 
wave generator is that of providing the excit- 
ation voltage for a.f. and r.f. bridges. And 


the quality of the square wave output also 
renders the instrument particularly effective 
for such purposes as rapid testing of audio 
amplifier bandwidth. 


The signal originates in a Wien bridge 
oscillator covering 10 c/s to 10 Mc/s in six 
decade bands, the top band extending from 1 
to 10Mc/s. A single scale is used for the 
four lower bands and separate scales for 
the two upper bands; this gives a total scale 
length of 105 inches and makes a 1% change 
in frequency easily discernible. 


TF 1370AR is a rack-mounting version 
of the TF 1370A and is supplied, complete 
with dust cover, for mounting in a standard 
19 inch rack. 


WIDE RANGE R-C OSCILLATOR 
WTO. SERME S2270/199 
MARCONI! INSTRUMENTS [® 


ENGLAND 


Fig. 1.1 Wide Range R-C Oscillator Type TF 1370A 
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General information 


1.2 DATA SUMMARY 


FREQUENCY 


SINE 


Range: 


Accuracy : 


Stability : 


WAVE OUTPUT 


Range : 
(via attenuator) 


Range : 
(direct) 


Frequency response : 
(via attenuator and without 
adjusting meter) 


Distortion factor : 


Hum : 


Sine waves : 10 c/s to 10 Mc/s in six decade bands. 
Square waves : 10 c/s to 100 kc/s in four decade 
bands. 


Within +2% +1 c/s. 


Drift does not exceed +0. 1% over a 15 minute period 
after 1 hour warm-up. 


1 mV to 3.16 Ve.m.f. at switch selected source 
impedances of 75, 100, 130 and 600 Q unbalanced. 
Controlled by attenuator with six 10 dB steps and pot- 
entiometer in conjunction with level monitor. 
Attenuator accuracy is +l dB overall on resistive load. 
Outputs from 10 pV to 31.6 mV at 75 and 5 Q are avail- 
able by using xf00 Attenuator Pad TM 6454. 


Up to 31.6 V p.d. across loads of 2.2 kQor greater, at 
frequencies up to 1 Mc/s. Two ranges of up to 10 and 
31.6 V are provided by switched potential divider and 
potentiometer in conjunction with level monitor. 
Nominal impedances_are 650 2 on 10 V zange, and 

25 Qin series with 500 pF on 31.6 V range. 


Relative to 1 kc/s 

Within +0. 25 dB from 100 c/s to 1 Mc/s. 
Within 0.5 dB from 10 c/s to 100 c/s. 
Within +1 dB from 1 Mc/s to 10 Mc/s. 


3 V output level 

Less than: 

2% from 20 c/s to 100 c/s 
0.5% from 100 c/s to 100 kc/s 
1% from 100 kc/s to 1 Mc/s 
2% from 1 Mc/s to 4 Mc/s 

5% from 4 Mc/s to 10 Mc/s 


30 V output level 


Less than: 

2% from 20 c/s to 100 c/s 
1% from 100 c/s to 100 kc/s 
2% from 100 kc/s to 1 Mc/s 


Less than 0.1% of full-scale output above 10 mv. 
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SQUARE WAVE OUTPUT 


Range : 1 mV to 3.16 V peak via attenuator, and up to 31.6 V 
peak direct with loading according to table 2.1. 
Other details as for sine wave output except that source 
impedance is increased by 250 2 at maximum output 
step of attenuator. 


Frequency response : Relative to 1 ke/s 


(without adjusting meter) Within +0. 3 dB from 10 c/s to 100 kc/s. 


Rise time : 0.75 psec or less at full-scale output. 
0.4 psec or less at 1/3 full-scale output. 


Sag: Approximately 5% in a 2.2 kQ load at 20 c/s. 
Adjustable by panel preset. 


Mark/ space ratio : 50/50 +5%. Adjustable by panel preset. 


LEVEL MONITOR 


Voltage scales : 0 to 31.4 and 0 to 10; indicate r.m.s. value of sine wave 
; 7 and peak value of square wave with respect to zero. 


Decibel scales : 0 to -20 with respect to full-scale; also 0 dB reference 
point indicating 1 V peak to peak sine wave or square wave 
across a 75 Q load. 


Accuracy: +3% of full-scale for sine waves up to 1 Mc/s; additional 
+2% of reading for square waves, and for sine waves up 
to 10 Mc/s. 

POWER SUPPLY : 200 to 250 V and 100 to 150 V, 45 to 65 c/s, 150 w. 

DIMENSIONS & WEIGHT : Height Width Depth Weight 
14 in 20 in ll in 38 lb 
(36 cm) (51 cm) (28 cm) (17 kg) 


1.3 ACCESSORIES 


Accessories supplied 


One coaxial free plug, type BNC, Transradio Cat. No. BN1/7 (75 Q); for DIP~ 
ATTEN output connections. 
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Accessories available 


(2) 
TYPE TM 6221 


This transformer provides balanced 
signals at 600, 200, or 150 & source imped- 
ance, and is for use with sine wave outputs 


in a frequency range 10 c/s to 100 kc/s. 


Connections : 


Impedance ratios : 
Insertion loss (at 1 kc/s) : 


Out-of-balance ;, ! 


Response at secondary : 
(with respect to lkc/s) 


Distortion factor: : 
(loaded and fed by a pure 
sine wave at 3V e.m.f.) 


Dimensions & weight : 


(2) 1 kc/s BAND-PASS FILTER 


TYPE TM 6222 


This device, in series with the 
instrument, passes a pure 1 kc/s signal 
for applications requiring a very pure 
waveform. 


UNBALANCED-TO- BALANCED TRANSFORMER 


“DNBALANCED=T0~ BALANCED TRANSFORMER 
sTM 622) Nt52045/091. °. 
MARCONI INSTRUMENTS CP 


m Oe * 


BNC socket for input; 
tap, and earth. 


terminals for outputs, centre- 


600 Q to 600, 200, and 150 2. 
0.5 dB approximately. 


Not exceeding 0.2 dB from 150 c/s to 50 kc/s; not 
exceeding { dB at 20 c/s or 100 kc/s.- 


+0.2 dB from 150 c/s to 50 kc/s; 
20 c/s or 100 kc/s. 


not below -1 dB at 


100 c/s to 50 kc/s, not exceeding 0. 2%; 70 c/s to 
100 c/s and 50 kc/s to 100 kc/s, not exceeding 
0.4%. 


Height Width Depth Weight 
3 1/4in 4 7/8 in 4 in 2 1/4 lb 
(8. 5 cm) (12.5 cm) (10.5 cm) (1.1 kg) 


ikefs BAND- PASS FILTER .” >: 
“TM 6222-1 NES20A6/O2t 
MARCONLINSTRUMENTS C® 
-ENGLAND =) 3+ 


Fig. 1.3 


General information 


Connections : Input, BNC socket; output, terminals. 


Impedance : 600 2 +10% when terminated by 600 Q. 


caseruon mee: 3 Not exceeding 1 dB. 
(at optimum pass frequency) 


3 dB Pass band : +90 c/s approximately. 


Not exceeding 0.02%, feeding 250 mV to load; not 
exceeding 0.1% feeding 1 V to load. 


Distortion factor : 
(loaded and fed by TF 1370A) 


Dimensions & weight : Height Width Depth Weight 
3 1/4 in 4 7/8 in 4in 2 1/4 lb 
(8.5 cm) (12.5 cm) (10.5 cm) (1.1 kg) 


(3) x100 ATTENUATOR PAD 
( TYPE TM 6454 


This device enables reduced outputs 
to be obtained down to 10 pV at a source 
impedance of 5 Qor 759, and is for use 
with sine wave or square wave signals at 
all operating frequencies of the R-C 


Fig. 1.4 eonal 


Oscillator. 
Connections : Three BNC sockets. 
Loss : 40 dB +1 dB. 
Impedance : Input, 752; outputs, 75 and 5Q. 
Maximum input : 6 V. 
j Dimensions & weight : Height Width Depth Weight 
| 
1 in 3 3/4 in 1 7/8 in 4 oz 
(3 cm) (9.5 cm) (5 cm) (120 gm) 


(4) COAXIAL LEAD 
TYPE TM 4726/136 


Primarily intended for connecting (1), 
(2) or (3) above to the output sockets of the 


Oscillator. 

Connections : BNC plug at each end. 

Impedance : 752. 

Length : 36 inches. 
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2 OPERATION 


2.1 INSTALLATION 


The instrument is normally despatched 
ready for a 240 V supply unless otherwise 
ordered. Before switching on be sure that 
the connections on the mains transformer 
are correct for the supply voltage to be used 
- see Section 4.3. If the instrument is sup- 
plied ina plastic cover, completely remove 
this to ensure adequate ventilation. 


2.2 SWITCHING ON 


Connect the power lead to the a.c. 
supply socket; when not in use this lead is 
stowed in the left-hand case handle recess, 
Switch ON the SUPPLY switch. The red 
pilot lamp should glow. 


Allow several minutes to elapse for 
the instrument to warm up. But allow longer, 
say an hour, when the highest stability is 
required. 


2.3 SINE AND SQUARE WAVE OUTPUTS 


Sine wave 


Outputs from 1 mV to 3.16 V are avail- 
able via a switched attenuator covering 60 dB 
in 10 dB steps. The signal level applied to 
the input of the attenuator is continuously 
variable and is monitored by a meter calib- 
rated in open circuit voltage and decibels. 
The output impedance can be set to 75, 100, 
130, or 600 ©, as required. 


Low outputs down to 10pnV at 75 0r52 
‘can be obtained by using the x100 Attenuator 
Pad available as an optional accessory. 


High outputs up to 31.6 V, at frequen- 
cies up to 1 Mc/s, are delivered at a sep- 
arate outlet; this outlet is controlled bya 
switched potential divider with a continuously 
variable input, and the meter indicates the 
voltage across the load. Switching toa 
higher frequency band during high output 
operation automatically lights a warning lamp 


to show that this is not an operative condition. 


Square wave 


Square wave outputs up to 31.6 V peak 
are available at frequencies up to 100 kc/s. 
The warning lamp facility provided for high 
output sine wave operation also applies for 
square waves if a higher frequency band is 
selected. Output arrangements are similar 
to those for sine waves except that the meter 
indicates the peak amplitude with respect to 
zero, i.e., half the peak-to-peak voltage. 


Both sag and mark/ space ratio are 
adjustable by front panel presets. Below 
50 c/s, the sag can be adjusted to zero for 
any particular load; above 50 c/s, one zero 
setting is valid for all loads. The mark/ 
space preset enables the ratio to be brought 
exactly to 50/50. 


2.4 *CONTROLS AND CONNECTORS 


0) SUPPLY switch and indicator lamp. 


Q) RANGE selector. Letters refer to 
scales on the dial, and numbers indic- 
ate the scale extremes. Illustration 
shows setting for 1 kc/s. 


G) FREQUENCY control. 


© 


FREQUENCY dial. Use scale indi- 
cated by setting of RANGE selector. 


G) OUTPUT VOLTS selector. Selects 
sine wave or square wave operation, 
and output range at ATTEN or DIRECT 
output sockets. OFF position discon- 
nects output without interrupting 
supplies. : 


© SET OUTPUT control. Adjusts output 
voltage at ATTEN or DIRECT output 
sockets. 


@) METER. Shows output at either ATTEN 
or DIRECT socket depending on settings 
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of OUTPUT VOLTS SELECTOR and 
ATTENUATED OUTPUT switch. 
Indicates peak value of square waves 
and r.m.s. value of sine waves. SQ 
and SINE marks correspond to 1 V 
peak-to-peak in a 75 Q load. 


ATTENUATED OUTPUT switch. Set- 
ting indicates full-scale meter 
deflection. 


ATTEN IMPEDANCE switch. Indicates 
source impedance at ATTEN output 
socket on 'mV' settings of ATTENUATED 
OUTPUT switch. OFF position discon- 
nects output without interrupting 
supplies. 


Fig. 2.1 
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Operation 


ATTEN E.M.F. socket. 
For outputs up to 3,16V. 


Type BNC. 


DIRECT OUTPUT socket. 
For outputs up to 31.6 V. 


Type BNC. 


WARNING CHECK RANGE lamp. 
Glows when an inadmissible combin- 
ation of output range and frequency 
has been selected. 


M/S preset. For fine adjustment of 
square wave mark/ space ratio. 


SAG preset. 
sag. 


For zeroing square wave 


Controls and connectors 
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Operation 


2.5 ADJUSTING FREQUENCY Output impedance 


The impedance of the source in the out- 
let without adjustment being made to the 
indicated output level, either manually or 
automatically. 


Turn the RANGE switch to select the 
frequency band and adjust the FREQUENCY 
tuning control for the required frequency. 


2.6 SETTING OUTPUT VOLTAGE Turn the OUTPUT VOLTS SELECTOR 


switch to the appropriate position for the 
output required. The settings of this switch 
for the various output conditions available 
are shown in Table 2.1. 


The terms ‘source impedance’ or 
‘output impedance! are used in this manual 
with the meaning ascribed to them in BS 4014, 
ee Notes : 

Source impedance 

(i) If the OUTPUT VOLTS SELECTOR is 
set to any of the DIRECT positions and 
the RANGE selector is switched to 
above 1 Mc/s for sine waves, or above 

100 kc/s for square waves, no output 


The effective impedance of the source 
in the outlet with the signal generator switched 
on and with the output level indicator held ata 
constant value. 


TABLE 2.1 
OUTPUT VOLTS Output Maximum Minimum Meter 
SELECTOR at: impedance frequency load indicates 
SQUARE, 30 25 Q in series 100 ke/s 2 kQ (to 
DIRECT - for with 500 pF at avoid sag). 
upto 31.6V_ ; i+ DIRECT socket. * ‘ 
across load. ; Peak volts 
; at DIRECT 
SQUARE, 10 650 2 at DIRECT 100 ke/s 10 kQ (to socket. 
DIRECT - for socket. obtain 10 V 
up to 10 V p-d.; but 
across load. no sag if 
lower). 
SQUARE, 3. ATTENUATED 100 ke/s 2 kQ (to 
ATTEN - for OUTPUT switch obtain 3 V 
up to 3.16 V at 3V: 2502 e.m.f.; 
source e.m.f. greater than ATTEN 
indicated by IMP switch Peak value of 
ATTEN IMP at 752). e.m.f. at the 
switch. source imped- 
ance indicated 
ATTENUATED 100 ke/s 2 kQ (to by ATTEN 
OUTPUT switch obtain 1 V IMP switch. 
atl1V:;: 252 eym;f.s 
greater than ATTEN 
indicated by IMP switch 
ATTEN IMP at 75 Q). 
switch. 
ATTENUATED 100 ke/s 


OUTPUT switch 


at 300 mV or less: 


as indicated by 
ATTEN IMP 
switch. 
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can be obtained. In this condition the 


Surges in output. When switching the 
WARNING CHECK RANGE lamp will glow. 


SUPPLY on or off, and when turning 
the OUTPUT VOLTS SELECTOR, d.c. 
surges lasting several seconds arise 
at the outlets. Depending on the 


(ii) The OFF position enables you to remove 
the output without switching off the sup- 
ply or disconnecting the load, 


D.C. content in output. 


The output 


coupling capacitor in the R-C Oscillator 
is, of necessity, a high capacitance 


electrolytic type. 


This allows some 


d.c. leakage which may affect equip- 
ment connected to either outlet. The 


leakage voltage may amount to some 


2% of the a.c. output, both at the DIRECT 


outlet when loaded with 2kQ, and at the 
ATTEN outlet when matched with 752. 


OUTPUT VOLTS 
SELECTOR at: 


wave 


Output 
impedance 


switching operation, the surge open 
circuit voltage may be up to about 
twenty times the a.c. output provided 
by the settings of the SELECTOR and 
ATTENUATED OUTPUT switches. 
The output of the R-C Oscillator 
should be open or short circuited 
temporarily when the load is sensitive 
and might be damaged. 


Direct output, up to 30 V 


From the DIRECT output sockei a sine 
or square wave of up to 10 V or up to 


31.6 V can be obtained, depending on the 


TABLE 2.1 (continued) 
Maximum 
frequency 


Minimum Meter 
load indicates 


OFF 


SINE, 3 ATTEN 
~ for up to 3.16 V 
source e.m.f, 


SINE, 10 DIRECT 
- for up to 10 V 
across load. 


SINE, 30 DIRECT 
- for up to 31.6 V 
across load. 
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No signal output available at DIRECT or ATTEN output sockets, but 
basic oscillator remains operative. With the ATTENUATED OUTPUT 
switch turned to its’ first five positions, the output resistance at the 
ATTEN output socket is indicated by the ATTEN IMP switch; when 
the ATTENUATED OUTPUT switch is in the 1 V position, add 30 2 

to the ATTEN IMP indication; when in the 3 V position, add 300 2. 


ATTENUATED 
OUTPUT switch 
at3V:252 
greater than 
indicated by 
ATTEN IMP 
switch. 


10 Mc/s 


ATTENUATED 
OUTPUT switch 
at 1V or less: 
as indicated by 
ATTEN IMP 
switch. 


10 Mc/s 


650 & at DIRECT 
socket, 


1 Mc/s 


25 Q in series 
with 500 pF at 
DIRECT socket. 


1 Mc/s 


R. M.S. value 
of e.m.f, at 
the source 
impedance: 
indicated by 
ATTEN IMP 
switch. 


10 kQ (to 
obtain 10 V 
p.d.3 but 
no distortion 
if lower. R.M.S. volts 
at DIRECT 

2 kQ (to socket. 
avoid 


distortion). 
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position of the OUTPUT VOLTS SELECTOR 
and the SET OUTPUT control. 

The meter, calibrated in peak values 
for square wave and r.m.s. for sine wave 
signals, indicates the voltage across the 
load at the DIRECT outlet; this voltage is 
adjusted by the SET OUTPUT control. The 
source impedance on the 10 V range is 
490 2, and on the 30 V range itis 25Q in 
series with 5004F. The permissible 
external loads are shown in Table 2.1. 


Asa rule, when a square wave is 
taken from the DIRECT outlet, a short out- 
put cable should be used; a long cable may 
cause rounding of the square wave owing to 
loss of higher frequency components. 


While the SELECTOR is at a DIRECT 
position output can be taken simultaneously 
from the ATTEN socket. But if the ATTEN- 
UATED OUTPUT switch is ‘set to the 1 V or 
3 V positions and the ATTEN outlet is loaded, 
the meter will indicate incorrectly the voltage 
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ADJUST 
FOR 
REQUIRED ATTENUATED OUTPUT 
READING 


100 
-20 


ATTEN IMPEDANCE 


° © 600n 
e 3 
° ——~_+ 3 ATTEN 
©) ©) 
SET OUTPUT OUTPUT VOLTS SELECTOR 


Fig. 2.2. Sine wave: 80 mV r.m.s. e.m.f. at 6002 


at the DIRECT outlet. The output impedance 
at the ATTEN socket will be as for SQUARE 
ATTEN (see Table 2.1) for both sine and 
square waves. 


Attenuated output, 0 to 3 V 


When the OUTPUT VOLTS SELECTOR 
switch is turned to the SQUARE, 3 ATTEN 
or SINE, 3 ATTEN positions, the meter and 
the ATTENUATED OUTPUT switch together 
indicate the source e.m.f., i.e. the open 
circuit voltage at the ATTEN output socket. 


The seven position ATTENUATED 
OUTPUT switch provides one +10 dB and 
five -10 dB steps, relative to the 0 dB pos- 
ition. According to the voltage required, 
the ATTENUATED OUTPUT switch should 
be set to the appropriate position. The volt- 
age indicated by each switch position is the 
maximum e.m.f. obtainable and also the 
full-scale meter indication for this switch 
position; depending upon whether the switch 
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ATTEN IMPEDANCE 


oon 
ee 
e 2 


SET OUTPUT OUTPUT VOLTS SELECTOR 


Fig. 2.3 Square wave: 240 mV peak e.m.f. at 1002 


1370A (la) 


position figure commences with 1 or 3, the 
10 V or 30 V scale of the meter should be 
referred to and the appropriate multiplying 
factor applied. 


Examples : 


(i) If 80 mV is required, turn the ATTEN- 
UATED OUTPUT switch to 100 mv, 
and adjust the SET OUTPUT control 
to obtain a reading of 8 on the 10 V 
meter scale. 


(ii) If 240 mV is required, turn the ATTEN- 
UATED OUTPUT switch to 300 mV, 
and adjust the SET OUTPUT control 
to obtain a reading of 24 on the 30 V 
meter scale. 


Turn the ATTEN IMPEDANCE switch 
to give the source impedance required, 


When using sine wave outputs above 
500 kc/s, it is recommended that there 
should be good matching between the instru- 
ment, output lead, and load, i.e., the ¥ 
ATTEN IMPEDANCE setting, the character- 
istic impedance of the output cable, and the 
impedance of the load should all have the 
same value. If the output cable is not 
matched above 500 kc/s, it may introduce 
a reactive component in the coupling that 
will modify the output actually obtained at 
the load. The effect increases with length 
of cable. 


Example : 


With the ATTEN IMPEDANCE switch 
turned to 600 2 and using a 3 ft, 75Q, 
coaxial lead to connect a 600 Q load 
to the instrument, the output voltage 
will be reduced by above 0.15 dB at 
500 kc/s, and about 3 dB at 7 Mc/s. 


It should be noted that it is not possible 
to obtain a zero meter reading when using 
square wave signals. 


The rise time of the square wave sig- 
nal is reduced proportionately with its output 
amplitude. So, for the shortest rise time, 
it is preferable to set the ATTENUATED 
OUTPUT switch so that the SET OUTPUT 
control can be adjusted to give the required 
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output at a low meter reading. Further, 

to retain the shape of the. square wave, try 
to obtain good matching between the instru- 
ment, output cable and load as recommended 
above for sine waves over 500 kc/s. (Note 
that the true source impedance is increased 
if the ATTENUATED OUTPUT switch is set 
to 1 V or 3 V - see Table 2.1.) If it is not 
convenient to obtain good matching, the 
output cable should be kept short; say 3 feet 
or less. Failure to match a longer cable 
may cause loss in the higher frequency com- 
ponents of the square wave and result in 
rounding of its shape. 


2.7. dB READINGS 


Reading relative dB levels 


The top scale of the front panel meter 
is calibrated in dB relative to full-scale 
meter deflection. Changes of voltage 
reading on the meter scale may therefore be 
read in decibels by simply subtracting a 
lower level from a higher level. 


When the ATTENUATED OUTPUT 
switch position is changed, each increment 
of 10 dB must be added to the relative meter 
indication obtained. Note any change of 
meter reading as the switch is turned, and 
reset the SET OUTPUT control if necessary 
(in particular, switching to+10 dB only 
increases square waves by 10 dB if the 
level indicated by the meter can be main- 
tained. ) 


Examples : 


(a) The meter is first reading 800 mv, 
corresponding to -2 dB on the scale 
(with the ATTENUATED OUTPUT 
switch turned to 1 V). The output is 
then reduced to give a meter reading 
of 400 mV, corresponding to -8 dB on 
the scale. The signal reduction is 
given by the difference between the tw« 
dB readings, i.e., (-2) - (-8) =6dB 
signal reduction. 


(b) The meter is first reading 800 mV, 
corresponding to -2 dB on the scale 
with the ATTENUATED OUTPUT 


iia 
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switch turned tol V, 0dB. The out- 
put is then reduced to give a meter 
reading of 40 mv, corresponding to 
-8 dB on the scale, with the switch 
turned (through 20 dB) to 100 mv, 
-20dB. The signal reduction is 
given by the difference between the 
two dB indications, e.g., 


(-2) - [(-20) + (-8)] = 26 as. 
Using standard video ref level 


Included on the top scale of the front 
panel meter are two calibration marks, SQ 
and SINE, indicating the standard level of 
1 V peak-to-peak in a 75 Q load (corres- 
ponding to 1 V peak e.m.f. at 75 2 source 
impedance), The calibration mark SQ is at 
0 dB and the calibration mark SINE is at 
-3 dB on the dB scale. 


To obtain a level relative to these 
markings, set the ATTEN IMPEDANCE 
switch to 75 2 and set the ATTENUATED 
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SET OUTPUT OUTPUT VOLTS SELECTOR 


Fig. 2.4 Sine wave output: —7 dB rel. 1 V p-p across 75:Q load 
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OUTPUT switch to 0 dB (1 V) and terminate 
the ATTENUATED OUTPUT socket in 75 2. 


By reference to the dB scale and the 
calibration markings on the front panel meter, 
adjust the SET OUTPUT control to obtain the 
required video output relative to the standard 
video reference levels. 


If, for example, a signal is required 
7 dB below the appropriate reference level, 
for a square wave signal adjust the SET 
OUTPUT control to read -7 dB, and for a 
sine wave signal adjust the SET OUTPUT 
control to read -10 dB on the meter's dB 
scale, 


2.8 SETTING UP AUDIO STANDARD 
OUTPUT 


If a sine wave source is required at 
the audio standard of 1 mW in 600 2, or 
levels at 10 dB or 20 dB above the standard, 
proceed as follows :- 


1 mW (0 dBm) in 6000 
(i) | Connect the external equipment to the 
ATTEN output socket. 


(ii) Turn the OUTPUT VOLTS SELECTOR 
switch to SINE, 3 ATTEN. 


(iii) Turn the ATTEN IMPEDANCE switch 
to 600 @, 


(iv) Turn the ATTENUATED OUTPUT 
switch to 3 V. 


(v) Adjust the SET OUTPUT control to 
give a meter reading of 1.55 V. (The 
meter indicates the e.m.f. at 6009 
source impedance.) 


10 mW (+10 dBm) in 600Q 


(i) | Connect the external equipment, via a 
600 & resistor, to the DIRECT output 
socket. 


(ii) Turn the OUTPUT VOLTS SELECTOR 
switch to SINE, 30 DIRECT. 


(iii) Adjust the SET OUTPUT control to 
give a meter reading of 4.9V. (The 
meter indicates the e.m.f. at 600@ 
source impedance.) 
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100 mW (4-20 dBm) in 6000 


(i) | Connect the external equipment, via a 
600 & resistor, to the DIRECT output 
socket. 


(ii) Turn the OUTPUT VOLTS SELECTOR 
switch to SINE, 30 DIRECT. 


(iii) Adjust the SET OUTPUT control to 
give a meter reading of 15.5 V. (The 
meter indicates the e.m.f. at 6002 
source impedance.) 


Note: As the instrument load under these 
conditions is 1200 @, it is not advis- 
able to obtain a meter reading greater 
than about 20 V, otherwise distortion 
will occur. The normal minimum 
load is 2 kQ (see Table 2.1). 


2.9 ADJUSTING SQUARE WAVE SAG 
AND MARK/SPACE RATIO 


The SAG preset control on the front 
panel enables you to make readjustments, « 
below about 100'c/s, to minimize the sag on 
the horizontal top and bottom of the square 
wave at any particular signal level and load 
conditions that comply with Table 2.1. 


To make an adjustment proceed as 
follows :- 


(1) Connect the load to the instrument and 
set the controls to give the required 
signal output. 


(2) Connect an oscilloscope, having a flat 
response down to d.c. and an input 
impedance that is large compared with 
the load, so as to monitor the square 
wave signal. 


(3) | Adjust the SAG preset control to give 
zero sag of the waveform viewed on 
the oscilloscope. 


Note: At other conditions of load, frequency, 


and signal amplitude to those used 
above, there will be a variation in 
performance, and the SAG control 
should be reset as described in section 
4.7.2 in order to restore the instru- 
ment to the standard condition. 
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Mark/space ratio 


The M/S preset control on the front 
panel enables you to readjust the mark/ space 
ratio of the square wave signal to exactly 
50/50 at a particular frequency. 


To make an adjustment, proceed as 
follows :- 


(1) Set the controls of the instrument to 
give the required frequency. 


(2) Connect an oscilloscope, having a res- 
ponse that is flat from d.c. to 1 Mc/s, 
so as to monitor the output signal. 


(3) Adjust the M/S preset control to give 
exactly the required mark/ space ratio 
of the square wave, viewed on the 
oscilloscope. 

Note : To restore the instrument to the 

standard condition, see section 4.7.1. 


2.140 USE OF ACCESSORIES 


Unbalanced-to-Balanced Transformer 
Type TM 6221 


The transformer is for use with sine 
wave signals between 10 c/s and 100 kc/s, 
fed from a 6002 source. It provides 
balanced outputs at an impedance of 150, 
200, and 600 Q and has a centre-tapped sec- 
condary winding. 


An output may be taken from one half 
of the various secondary windings, i.e., 


Pr Sean 


i TPA I35 


Fig. 2.5 Circuit of unbal—bal transformer 


Operation 


from one terminal of a pair and the centre 
tap. In these cases, the output impedance 
will be one quarter of the impedance marked 
at a particular terminal. The high freq- 
uency response may be slightly worsened. 


Example : 


If an output is taken from one 200 & 
terminal and the C. T. terminal, the 
output impedance will be 50Q - or if 
taken from one 150 2 terminal and 
the C. T. terminal, the output imped- 
ance will be 37.52. 


Connect the transformer input socket 
to the TF 1370A ATTEN output socket, by 
means of a coaxial lead fitted with BNC 
type plugs (e.g-, TM 4726/136), and connect 
the external load to the appropriate terminals 
onthe transformer. Turn the ATTEN IMP- 
EDANCE switch to 600 9, the OUTPUT VOLTS 
SELECTOR switch to SINE, 3 ATTEN, and 
adjust the oscillator ind the output voltage as 
described in sections 2.5 and 2. 6. 


The centre tap of the secondary winding 
on the transformer may be connected to its 
earthed terminal to obtain an output that is 
balanced with respect to earth, or, if this 
connection is not made, an output may be 
obtained that is floating or at some d.c. 
potential with respect to earth; the maximum 
d.c. potential allowable between the primary 
and the secondary windings is 200 V. 


The secondary source e.m.f. between 
the 600 @ terminals is the same as the e.m. f. 
indicated by the TF 1370A. For other output 
impedances Table 2. 2 lists the multiplying 
factor necessary, due to the turns ratio of 
the transformer, that should be applied to the 
e.m.{f. reading on the front panel meter to 
obtain the transformer secondary source 
e.m.f{. When the transformer is loaded 
there is a small insertion loss; approx~ 
imately 0.5 dB at 1 kc/s. 


It is important that d.¢. should not be 
allowed to flow in the windings of the 
transformer. 
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TABLE 2.2 
Secondary Secondary source e.m-f. 
source od —multiply e.m-f. indicated 
impedance on TF 1370A by: 
600 Q 600 2 & 6002 1.0 
200 2 2002 & 2002 0.577 
150 2 1502 & 1502 0.5 
502 2002 & C.T. 0.289 
37.52 1502 &C.T. 0.25 


1 kc/s Band-Pass Filter Type TM 6222 


The 1 ke/s Band-Pass Filter is for use 
with the TF 1370A to give very pure outputs 
of 1 kc]s sine wave signals at a source imped- 
ance of 600 &. 


Connect the Band-Pass Filter input 
socket to the TF 1370A ATTEN output socket 
by means of a coaxial lead fitted with BNC 
type plugs, and the two terminals on the 
Band-Pass Filter to the external load, Turn 
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Fig. 2.6 Response curve of band-pass filter 
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the ATTEN IMPEDANCE switch to 600 2, 
and the OUTPUT VOLTS SELECTOR switch 
to SINE, 3 ATTEN. Adjust the oscillator 
frequency to 1 kc/s and the output voltage to 
the required amplitude as described in 
sections 2.5 and 2.6 respectively. Ifa valve 
voltmeter is available, this should be con- 
nected across the load and the oscillator 
frequency adjusted for maximum valve 
voltmeter reading. 


Assuming that the load is 6002, a 
signal voltage measured across the load will 
be about 10% below half the e.m.f. indicated 
by the front panel meter. To ascertain the 
exact signal voltage across the load, proceed 
as follows ;- 


(i) Turn the ATTENUATED OUTPUT 
switch to 3 V. 


(ii) Adjust the SET OUTPUT control to 
give 3 V meter deflection. 


(iii) Connect a valve voltmeter, set to 
read 1.5 V, across the load and read 
the exact voltage. 


(iv) The difference between the TF 1370A 
e.m.f. reading and the valve volt- 
meter reading, expressed as a ratio, 
may then be used to determine accur- 
ately the voltage across the same load 
at other, lower, levels. 


The filter can be used with the ATTEN 
IMPEDANCE switch turned to 752, 1002 
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Operation 


or 130 &, if some worsening of the second 
harmonic content and a larger insertion loss 
is acceptable. 


Note: The filter should never be used with- 
out a terminating load. 


x 100 Attenuator Pad Type TM 6454 


The x100 Attenuator Pad matches the 
75 & source impedance of the ATTEN output 
socket on the TF 1370A, and it is suitable for 
use with sine wave and square wave signals 
at all frequencies within the operating range 
of the instrument. 


The Attenuator Pad has a BNC INPUT 
socket and two BNC OUTPUT sockets both 
giving 100 times e.m.f. attenuation. The 
input impedance is 752; the source imped- 
ance at one output socket is 752 and at the 
other itis 5Q. 


If, for any particular application, a 
5 @ source impedance is required with less 
attenuation, then the signal from the TF 
1370A may be fed into the 75 2 OUTPUT 
socket of the Attenuator Pad and the external 
load connected to the 52 OUTPUT socket. 
Under these circumstances the e. m.f. atten- 
uation will be 30 times. 


Note: The TF 1370A is not a fully screened 
signal generator and consequently 
errors in the signal level, due to 
leakage, may occur at#V signal levels 
at the highest frequencies. ; 


3 TECHNICAL 


34 CIRCUIT ARRANGEMENT 


The circuits of the Wide Range R-C 
Oscillator are selected and combined ina 
number of ways by the panel controls. The 
Functional Diagram, Fig. 3.1 shows how 
the circuits are employed. 


The basic oscillator is a Wien bridge 
type utilizing variable capacitance tuning 
and switched resistance range selection. 
For sine-wave outputs up to 3.16 V, the 
basic oscillator output voltage is fed direct 
to a cathode follower output stage: for all 
other sine wave outputs up to 31.6 V, the 
oscillator output signal is applied to the 
output stage via an amplifier. Square wave 
signals are obtained from a Schmitt circuit, 
which is triggered by the amplified sine wave 
from the basic oscillator. Square waves from 
the Schmitt circuit are applied to the cathode 
follower output stage. +‘ 
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OUTPUT VOLTAGE SELECTOR 


OUTPUT CATHODE FOLLOWER 


DESCRIPTION 


The output cathode follower feeds 
either the DIRECT output socket, or, via an 
attenuator or a 75 Q resistor, the ATTEN 
output socket. The attenuator introduces 
60 dB attenuation in six 10 dB steps and has 
a source impedance of 752. An output 
monitor measures the voltage at the input 
to the attenuator, or across a 300% resistor 
when the attenuator is not in circuit. The 
front panel meter is calibrated to indicate 
either the source e.m.f. at the ATTEN 
output socket or the p.d. at the DIRECT 
output socket. 


3.2 OSCILLATOR 


The basic oscillator, containing valves 
V1 to V4, is a Wien bridge type circuit. One 
arm of the bridge consists of a capacitor 
and a resistor in series, which are connected 
to a second arm consisting of a capacitor 
and a resistor in parallel. - 
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Fig. 3.1 Functional diagram 
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The series connected capacitor and 
resistor include variable capacitor C10 and 
one of the fixed resistors, Rl, R3, R5, R7, 
RY, or R11; the parallel connected combin- 
ation contains variable capacitor Cll and 
one of the resistors, R2, R4, R6, R8, R10, 
or R12. A particular pair of resistors is 
selected by the RANGE switch, SA, for each 
of the six frequency ranges, and the variable 
capacitors, C10 andCll, are ganged to 
provide tuning over each range. Preset 
variable resistors and preset variable cap- 
acitors are included in the bridge arms to 
enable the end frequencies of each range to 
be accurately set. 


The second pair of arms of the bridge 
consist of thermistor TH1 and resistor R29. 


Out~-of-balance voltage developed by 
the bridge is applied between the control 
grid of V3, via capacitor C20, and the cath- 
ode of V3, via the two cathode followers V1 
and V2 in cascade. The output voltage of 
V3 is applied - via cathode follower V4 - 
directly across thé bridge circuit, thus 
forming the bridge supply voltage, which is 
maintained constant by thermistor THl 
controlling the degree of negative feedback. 


3.3. 20 dB AMPLIFIER 


At all settings of the OUTPUT VOLTS 
SELECTOR except that giving sine waves up 
to 3 V, the output signal from the oscillator 
circuit is fed to the control grid of valve V6 
from the cathode of V4 via resistor R114 for 
square wave operation, or via the SET OUT- 
PUT potentiometer for sine wave operation. 
The amplified signal from the anode of V6 
is then taken either to the Schmitt trigger 
(V5A and V5B) and thence to the output cath- 
ode follower, V7, for square wave output, or 
direct to V7 for DIRECT sine wave output. 


When the RANGE switch is turned to 
ranges E or F for square wave output, or 
range F for DIRECT sine wave output the 
amplifier is rendered inoperative by remov- 
ing the h.t. from V6. Simultaneously a 
voltage is applied to the WARNING CHECK 
RANGE neon indicator lamp. The necessary 
switching is effected by switch wafers SAk, 
SAj and SCj. 
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3.4 SCHMITT TRIGGER 


The output voltage from the 20 dB 
amplifier is fed to the control grid of V5A 
in the Schmitt trigger circuit when the OUT - 
PUT VOLTS SELECTOR switch, SC, is 
turned to the first three clockwise positions, 
i.e., the SQUARE, 3, 10, or 30 settings. 


The Schmitt circuit, containing the two 
triode sections V5A and B, is triggered by 
the sine wave output signal from the 20 dB 
amplifier. One triode is held conducting 
while the other triode is non-conducting; the 
polarity of the sine wave signal applied to 
the control grid of the first triode section, 
V5A, decides which one of the two sections 
is conducting at any instant. To enable the 


switching of condition to occur at the precise 
base line of the sine wave input voltage, the 
control grid of V5A is biased by a voltage 
obtained from the slider of the M/S potentio- 
meter, RV9, which is a preset control 
accessible at the front panel. The grid of 
V5A is d.c. coupled to the anode of V6; 

R83, the anode load of V6, forms part. of the 
resistance chain from which the grid bias 

of V5A is obtained. 


Preset capacitor C28, connected be- 
tween the anode of V5A and the grid of V5B, 
is included to improve the frequency response 
of the coupling circuit, and is set for the 
best rise time. Capacitor C59, connected 
between the grids of the two triode sections, 
bucks out any curvature on the negative 
excursions of the square wave output signal, 
particularly at the higher frequencies. 


The output from the Schmitt trigger 
circuit is fed from the anode of V5B to the 
grid of cathode follower V7, in the output 
stage, via switch SCe, capacitor C30, and 
resistor R49. The amplitude of the signal 
is controlled by varying the value of the 
anode load of V5B; this is achieved by 
variable resistor RV8A and resistor R46, 


The rise time of the signal at the 
anode of the second triode, V5B, depends 
upon the value of its anode load, and red- 
uces proportionately with the output level; 
so for the best performance, the amplitude 
of the signal should be adjusted for a front 
panel meter reading of about 1/3 of f.s.d. 
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Technical description 


Potentiometer RV8A is mechanically 
ganged to RV8B in the oscillator circuit, 
and the combined potentiometers function as 
the SET OUTPUT control. 


The preset SAG control on the front 
panel, RV10, adjusts the flatness of the 
horizontal part of the output signal waveform. 
This correction, mainly necessary below 
100 c/s, is achieved by introducing into the 
waveform some curvature in opposition to the 
sag caused by the coupling capacitors follow- 
ing the Schmitt circuit. The correcting 
circuit consists of capacitor C32, resistor 
R46, a part of the SET OUTPUT control 
RV8A according to its setting, and variable 
resistor RV10. The inclusion of RV8A in 
the SAG control circuit ensures that the 
horizontal flatness of the waveform is largely 
independent of the SET OUTPUT control set- 
ting, particularly for outputs up to 1/3 of 
full-scale front-panel meter indication. 


35 OUTPUT CATHODE FOLLOWER 


The output voltage: from the basic 
oscillator, the 20 dB amplifier, or the 
Schmitt trigger circuit, is fed to the control- 
grid of output cathode follower V7, depending 
upon the setting of the OUTPUT VOLTS SEL- 
ECTOR switch, SC. 


The shunt-compensated cathode follow- 
er output stage contains two pentodes, V7 
and V8, connected in series. The lower pen- 
tode, V8, is triode connected and forms the 
cathode load of the upper pentode, V7. The 
signal voltage developed across resistor R50 
in the anode circuit of V7, is fed via capac- 
itor C35 to the control grid of V8, thus 
supplementing the output signal at the cathode 
of V7. The output stage introduces only an 
extremely small amount of distortion and has 
an output impedance of about 15%. 


The signal voltage is taken from the 
cathode of V7 and feeds the DIRECT or the 
ATTEN output socket via the output atten- 
uation networks, according to the position 
of the OUTPUT VOLTS SELECTOR switch. 


3.6 OUTPUT MONITOR 


The output monitor circuit, containing 
meter M1 and diodes MR1 and MR2, functions 
as a push-pull mean-reading rectifier circuit 


20 


fed via cathode follower V9. The meter 

scale is calibrated in r.m.s. values for 

sine waves and peak readings for square 
waves. Potentiometer RV13 is connected in 
circuit when measuring square wave voltages 
and is short circuited for sine wave measure- 
ments, the circuit having a greater sensitivity 
to square wave inputs. 


Potentiometer RV11 connected in series 
with the meter sets the sensitivity of the 
meter. Capacitors C43 and C44 provide the 
necessary a.c. path for the rectifying diodes, 
and in addition C44 prevents d.c. flowing 
between the positive cathode of V9 and earth 
via diode MR1 and the meter. Capacitor 
C45 is included in the circuit to reduce the 
d.c. leakage current in capacitor C44, which 
would normally affect the meter indication. 
C45 charges up throuwh resistor R60 to near 
the potential of the cathode of V9, leaving 
only a small d.c. polarizing potential across 
capacitors C43 and C44. Capacitors C66 
and C67 function as by-pass capacitors. They 
prevent any r.f. currents, which may be 
induced in the connecting leads, from passing 
through the meter. 


3.7 OUTPUT CONNECTIONS 


Output from the cathode follower V7 is 
fed to either the DIRECT or the ATTEN out- 
put socket via attenuation and impedance 
adjusting networks, arranged according to 
the position of the OUTPUT VOLTS SELECT - 
OR switch, SC, as follows :- 


(1) SINE or SQUARE, 30 DIRECT : 
Output from V7 is fed via C36 and C37, 
and switch SC, to the DIRECT output 
socket at a source impedance of 25 @%. 
The output monitor measures one tenth 
of the output voltage, i.e., measures 
the voltage appearing across the 300 & 
input impedance to the step attenuator 
circuit (or the 300 @ resistor R59) 
that is connected in series with R64 
and R65. The meter calibration on 
the lower scale, 0-31.6 V, indicates 
the actual voltage at the DIRECT out- 
put socket. 


(2) SINE, or SQUARE, 10 DIRECT : 
Output from V7 is fed via C36 and C37, 
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Fig. 3.2 ‘ SINE 30 DIRECT" circuit 


and switch SC, to resistor R64. The 


signal output is taken from the junction : 
R64/R65 and:is one third of the voltage * 


from the cathode of V7. 
impedance is 6502. 


The source 
The output 


monitor measures one tenth of the volt- 


age from V7, i.e., measures the 
voltage appearing across the 300 Q 
input impedance to the attenuator cir- 
cuit (or the 300 @ resistor R59) that is 
connected in series with R64 and R65. 


MONITOR" 


TPB 321 


Fig. 3.3 * SQUARE 10 DIRECT” circuit 


1370A (la) 


Technical description 


The meter calibration on the centre 
scale, 0-10 V, indicates the actual 
voltage at the DIRECT output socket. 


SINE, 3 ATTEN: 

Output from V7 is applied via C36 and 
C37 to the step attenuator network 
feeding the ATTEN outlet. The atten- 
uator network includes a chain of six 

10 dB sections, which are progressively 
withdrawn as the ATTENUATED OUT- 
PUT switch, SB, is turned clockwise, 
At the seventh position, 3 V, SB sub- 
stitutes a 75 2 series resistor, R68. 


Source impedance at the ATTEN out- 
let is selected by the ATTEN IMPED- 
ANCE switch SE. When this is set to 


R98 ATTEN 
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Fig. 3.4 ‘SINE 3 ATTEN’ circuit 


75 &, the source impedance is the 

75 2 output impedance presented by 

the stages of the step attenuator except 
that, if SB is set to 3 V, the 7592 

series resistor combines with the 
output impedance of V7 giving an output 
impedance of approximately 100,Q at the 
outlet. However, the source impedance 
remains 75 Q. 


Turning the ATTEN IMPEDANCE switcl 
to 100, 130 and 600 & adds R119, 259, 
R98, 302 and R82, 470Q, cumulativel, 
in series with the ATTEN outlet. 


The output monitor measures the volt- 
age from V7 and indicates the source 
e.m.f. in series with the selected 
source impedance. The meter scales 


Technical description 


should be read in conjunction with the 
setting of SB. When SB is set to3 V, 
since the monitor indicates the voltage 
at the point where V7 feeds the 75 2 
series resistor, it therefore indicates 
the e.m.f. at the selected nominal 
source impedance, excluding the output 
impedance of V7. 


R59 ensures a leakage path for the 
electrolytic capacitor C36 if a load is 
not connected when SB is in the 3 V 
position. 


(4), SQUARE, 3 ATTEN: 
The output circuit arrangement is 
the same as that described for SINE, 
3 ATTEN, except that the step atten- 
uator network receives its input from 
C36 and C37 via R64 and R65. The 
long CR time constant provided by this 
path is necessary to avoid sag of the 
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Fig. 3.5 ‘ SQUARE 3 ATTEN’ circuit 


square wave. However, the presence 
of R64 and R65 has the effect of raising 
the output impedance at the ATTEN 
outlet as the ATTENUATED OUTPUT 
switch, SB, is turned to positions of 
high output (see Table 2.1 in section 

2. 6). 


The output monitor measures the volt- 
age at the 300 @ input of the attenuator 
chain (or across R59) and indicates the 
source e.m.f. in series with the 
selected nominal source impedance. 


3.8 REGULATED H.T. SUPPLY 


The power unit, containing valves V10. 
to V14, supplies an unregulated 400V to the 


output cathode follower and a regulated 285 V 
to the remaining stages in the instrument. 


Double triode V11 has its two sections 
connected in parallel and functions asa 
series regulator. The shunt amplifier that 
controls V11 includes double triodes V12 
and V13. The error voltage input to this 
amplifier is the difference between (i) a 
fraction of the h.t. potential, obtained from 
the slider of the potentiometer RV12, and 
(ii) the reference potential déveloped by 
stabilizer V14. These two potentials are 
individually applied to the grids of the two 
cathode coupled triodes of V13. Any change 
of h.t. potential applied via RV12 to V13 is 
reinforced by the other half of V13, which 
draws its anode current from the resistor 
chain feeding RV12. The half of V13 to which 
RV12 is connected is coupled to the cathode 
of V12B ina cascade arrangement. 


The amplified error voltage appearing 
across resistor R100 in the anode circuit of 
V12B is fed via cathode follower V12A to the 
control grids of series regulator V1l. 


3.9 REGULATED L.T. SUPPLY 


The l.t. d.c. to the basic oscillator, 
V1 to V4, is provided by the regulated l.t. 
supply. 


Secondary winding LT3 on mains trans- 
former Tl supplies 11 V d.c. via bi~phase 
rectifier MR3 (A and B), at nominal mains 
input. 
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Transistors VT1, VT2 and VT3 form 
a stabilizer circuit consisting of an amplifier, 
an emitter follower and a series regulator. 
Part of the output voltage, taken via RV15, 
is compared by the amplifier with a reference 
voltage provided by a Zener diode, MR8. 
The resultant error signal is fed to the base 
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of the series regulator, VT3, by the emitter 
follower, thereby controlling VT3 and keeping 
the output voltage constant. 


Preset potentiometer RV15 is set to 
give an output voltage of 6.3 V. 
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4 MAINTENANCE 


41 GENERAL 


The maintenance information in this 
handbook should enable you to carry out any 
adjustments and tests that are likely to be 
required on this instrument. 


For routine inspection or fault location 
follow the instructions given in Section 4, 8. 
Valve failure is the most probable cause of 
trouble and this can often be diagnosed by 
checking the static voltages on the circuit 
diagram. Where performance is marginal, 
the source of trouble can often be identified 
by moving to a higher tap on the mains 
transformer, which effectively decreases 
the supply voltage; this may exaggerate the 
weakness and make it easier to trace. 


Always look out for obvious signs of 
failure, such as cold valves, burnt-out 
resistors and other:overheating symptoms, 
flash-over marks and blown fuses. Inspect 
for intermittent contacts in components or 
joints by noting changes in performance 
caused by gently tapping them with an insul- 
ated prod - but be careful of high voltages. 


In case of difficulties that cannot be 
resolved or for general advice on servicing 
or maintaining your instrument, please con- 
tact our Service Division at the address 
given on the back cover, or your nearest 
Marconi Instruments representative. Always 
mention the type number and serial number 
of your instrument. 


If the instrument is being returned 
for repair please indicate clearly the nature 
of the fault or work you require to be done. 


4.2 FUSES 


The circuits of the Wide Range R-C 
Oscillator are protected by three fuses: a 
2A fuse, FS1, in series with the line supply 
and connected between the SUPPLY switch 
and the mains transformer, Tl; a 500 mA 
fuse, FS2, in series with the h.t. secondary 
winding on Tl; a2A fuse, FS3, in series 
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with the centre tap on the LT3 secondary 
winding on Tl, Fuses FS2, and FS3 are the 
slow action type, which reduces the possib- 
ility of surge currents blowing them if the 
instrument is switched off and on in quick 
succession, 


The three fuses are retained in screw- 
in holders which are situated on the back 
panel, adjacent to the mains input plug. 


Note : Switch the supply OFF and remove 
the mains input socket before replacing 
a fuse. 


4.3 INPUT SUPPLY VOLTAGE 

Mains transformer T1 has two sep- 
arate tapped primary windings. By means 
of these windings, the Wide Range R-C Oscil 
lator can be set to operate from supplies in 
the ranges 100 to 150 V and 200 to 250 Wy 
45 to 65 c/s. 


To make an alteration to the mains 
supply taps on the transformer, first switch 
the supply OFF and remove the mains input 
socket, then remove the small plate on th 
rear cover of the instrument. ; 


Before removing the rear plate cover- 
ing the transformer ensure that the 
mains supply is disconnected. 


There are two forms of adjustment : 
(A) linking of the tags on the transformer to 
make the instrument suitable for one of the 
voltage ranges, and (B) tap selection for a- 
particular operating voltage within the sel- 
ected range. 


(A) For supplies within the range 100 to 
150 V, the major sections of the two 
primary windings must be connected 
in parallel by a link between the tags, 


marked '100/200 V' and 'TAP A', 
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110 V 


Fig. 4.1. Mains input connections 


and another link between the tags 
marked 'TAP B' and '0 V' on the 
transformer. 


For supplies within the range 200 to 
250 V, the two primary windings must 
be connected in series by a single link 
between the tags marked 'TAP A' and 
‘TAP B' on the transformer. 


(B) Fora particular voltage within either 
range, adjustrnent is made by connect- 
ing the red and the black sleeved wires 
to select the tags on the transformer 
appropriate to the supply voltage. 


Fig. 4.1 shows two examples (for 
supplies of 110 V and 240 V) of connections 
on the transformer. Should the mains supply 
not correspond exactly to the tappings prov- 
ided, adjust to the nearest available combin- 
ation, 


The twisted pair of wires feeding 110 V 
a.c. to the neon front panel indicator lamp 
from the 410 V' and the 'TAP A! tags on 
the transformer should not be disconnected. 


44 REMOVING CASE OR DUST COVER 


To remove the case from a bench- 
mounting TF 1370A : place the instrument 
face down on a flat surface: unplug the 
mains lead; unscrew the four coin-slotted 
screws holding the rear cover and case. 


To remove the dust cover from a 
rack-mounting version, TF 1370AR : rem- 
ove the plate on the back of it by slackening 
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the 4 BA screw and sliding the plate upwards 
and backwards; unplug the mains lead; 
remove the four screws on the back.of the 
dust cover and pull it away from the instiu- 
ment. 


Removing the chassis cover 


To remove the cover enclosing the 
underside and lower rear half of the chassis: 
place the instrument face downwards on a 
flat surface; remove the sixteen 4 BA sec- 
uring screws; and lift the cover away from 
the chassis. 


4.5 REPLACEMENT OF PANEL LAMPS 


Before either panel indicator lamp can 
be replaced, the leads to the lamp must 
first be unsoldered from the tag strip 
mounting on the chassis. The securing 
nut on the lamp to be replaced can then be 
removed and the lamp assembly withdrawn 
from its mounting hole in the front panel. 
Note that the lamps have different voltage 
ratings. 


4.6° REPLACEMENT OF VALVES AND 
TRANSISTORS 


All valves and transistors may norm- 
ally be replaced without special selection. 
However, (i) if any of the valves V10 to 
V14, or any transistor, is replaced, refer- 
ence should be made to Section 4.7.8, (ii) if 
any of the valves V1 to V4 is replaced, it is 
advisable to check that the frequency calib- 
ration and the valve currents are correct as 
described in Section 4.7.5 and 4. 7. 6. 
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4.7 PRESET ADJUSTMENTS 


' 4.7.1 RV9—Mark/space ratio 


~ 


The M/S preset control, on the front 
panel, enables the mark/ space ratio of 
Square wave output signals to be set so that 
a 50/50 ratio is obtained under general con- 
ditions (see section 2.9 for adjustments 
under particular conditions). To make this 
adjustment, proceed as follows :- 


(1) Connect an oscilloscope, with a res- 
ponse that is flat from d.c. to 1 Mc/ 65 
to the DIRECT output socket. 


(2) Turn the OUTPUT VOLTS SELECTOR 
switch to SQUARE, 30 DIRECT and 
adjust the SET OUTPUT control to give 
a meter deflection of about full-scale 
deflection. 


(3) Adjust the M/S control to give a 50/50 
ratio of the waveform viewed on the 
oscilloscope; ,at 2 kc/s. 


In general, immediately after the 
above adjustment, the mark/ space ratio 
should be 50/50 within about 2% at all freq- 
uencies. 


4.7.2 RV10—Sag 


The SAG preset control, on the front 
panel, enables the R-C Oscillator to be adj- 
usted for minimum sag under general cond- 
itions (see Section 2.9 for adjustments under 
particular conditions). To make this adj- 
ustment, proceed as follows :- 


(1) Connect an oscilloscope, with a flat 
response down to d.c. and an input 
impedance of not less than 20 kQ, to 
the DIRECT output socket. There 
should be no other load on the R-C 
Oscillator. 


(2) Turn the OUTPUT VOLTS SELECTOR 
switch to SQUARE, 30 DIRECT and 
the SET OUTPUT control to give a 
meter deflection of full-scale at a 
frequency setting of 10 c/s. 
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(3) Adjust the SAG control to give zero 
sag of the waveform viewed on the 
oscilloscope. 


After the above adjustment, the sag 
with a load of 2 kQ and meter readings down 
to 1/3 full-scale should not exceed about 5%. 
The percentage of sag is expressed as the 
ratio of the amplitude loss at the end of each 
half cycle to half the total peak-to-peak amp- 
litude of the signal, multiplied by 100. 


- 4.7.3 C28—Rise and fall time 


The rise and fall time of the square 
wave signal is adjusted by the preset capac- 
itor, C28, which is situated alongside the 
Schmitt trigger valve, V5, and is accessible 
from the top of the chassis. To make an 
adjustment to C28 proceed as follows :- 


(1) Connect an oscilloscope, capable of 
measuring rise times between 0.25 
and 1 psec, to the ATTEN output 
socket using a 3 ft; 75%, coaxial 
connecting cable. 


(2) Turn the OUTPUT VOLTS SELECTOR 
switch to SQUARE, 3 ATTEN, the 
ATTENUATED OUTPUT switch to 1 Vv, 
and the ATTEN IMPEDANCE switch 
to 75 $2. - 


(3) Tune the instrument to any frequency 
between 10 c/s and 100 kc/s and adjust 
the SET OUTPUT control to give a - 


meter deflection about 1/3 of full-scale. 


(4) Adjust the preset capacitor C28 to 
produce the squarest waveform, 
viewed on the oscilloscope. 


4.7.4 RV11 AND RV13—Output monitor 
sensitivity 


The sensitivity of the output monitor 
circuit may be adjusted by means of the 
preset resistor RV11, which is accessible 
through a hole in the left-hand side of the 
instrument case, as follows :- 


(1) Connect a standardized valve volt- 


meter, set to read 3.16 V to the 
ATTEN output socket. 
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(2) Tune the Oscillator to 2 kc/ s, turn 
the OUTPUT VOLTS SELECTOR 
switch to SINE, 3 ATTEN, the 
ATTENUATED OUTPUT switch to 
3 V, and the ATTEN IMPEDANCE 
switch to 75 @. 

(3) Adjust the SET OUTPUT control to 
produce a valve voltmeter reading of 
exactly 3.16 V. 

(4) Adjust the preset control RV1I1, sit- 
uated on the left hand side of the 
chassis, to give a full-scale front 
panel meter reading. 

(5) Connect an oscilloscope to the DIRECT 
output socket. 

(6) Tune the oscillator to 50 kc/s and set 
the OUTPUT VOLTS SELECTOR to SINE 
DIRECT 30. 

(7) Adjust the SET OUTPUT control to give 
30 V r.m.s. indicated on the panel meter 
and note the peak-to-peak amplitude of 
the oscilloscope trace. 

(8) Turn the OUTPUT VOLTS SELECTOR 
to SQUARE DIRECT 30 and readjust the 
SET OUTPUT control so that the peak- 
to-peak amplitude of the oscilloscope 
trace is 0.707 of the sine wave trace 
amplitude previously noted. 

(9) Adjust RV13 for full scale deflection on 
the panel meter. 


4.7.5 RV1 to RV6, Ci to CI— Oscillator circuit 
frequency adjustments 


If one or more of the valves V1 to V4 
in the basic oscillator are replaced, it is 
advisable to check that the frequency calib- 
ration is correct and, if necessary, adjust 
the appropriate preset control shown in 
Table 3.1. To make an adjustment proceed 
as follows :- 

(1) Connect a counter, or other accurate 
frequency determining instrument, 
having an input sensitivity better than 
500 mV and a frequency range 20 c/s 
to 10 Mc/s to the ATTEN output socket. 
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(2) Turn the OUTPUT VOLTS SELECTOR 
switch to SINE, 3 ATTEN and the 
ATTENUATED OUTPUT switch tol V. 

(3) At each position of the RANGE switch, 


set the FREQUENCY dial alternately 
to indicate the two frequencies shown 
for each range ‘in Table 3.1 and adjust 
the corresponding preset controls 
shown in the table so that the frequency 
of the output is correct. 


Note : To some degree, the preset capacitor 
and resistor for each range are inter- 
dependent; both these components 
should therefore be rechecked after 
their initial adjustment. Further, if 
on range F it is necessary to adjust Cl 
it may also be necessary to adjust C4 
as described in Section 4.7.7. Resis- 
tors RV1 to RV6 are accessible upon 
removing the plate over the cut-out in 
the chassis cover. 


TABLE 3.1 

Range Preset component Frequency 
A RV6 20 c/s 
A C9 100 c/s 
B RV5 100 c/s 
B C7 1 ke/s 
Cc RV4 1 kc/s 
Cc c5 10 ke/s 
D RV3 10 kc/s 
D G3 100 kc/s ; 
E RV2 100 ke/s 
E C6 1 Mc/s 
F RV1 1 Mc/s 
F Cl 10 Mc/s 


4.7.6 Oscillator circuit d.c. conditions 


If any of the valves in the basic oscil- 
lator circuit, Vl to V4, are replaced it is 
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necessary to check that d.c. conditions 
remain correct, 


Connect a voltmeter (e.g., Avometer 
model 8) between the anode (pin 7) of V2 
and chassis, Check that the voltage is 
150 V. If it is not adjust RV7 to bring it 
to this figure and then reseal the potentio- 
meter, 


Note: After making this adjustment it is 
advisable to check that the oscillator 
frequency calibration is correct as 
described in section 4.7.5. 


4.1.7 C4—Output frequency response (range F) 


The frequency response of the output 
voltage at frequencies between 1 and 10 Mc/s 
can be adjusted by the preset capacitor C4, 
This adjustment affects the oscillator freq- 
uency and, if adjustments are made to C4, 
it may be necessary to readjust the preset 
capacitor Cl (see Section 4.7.5). To make 
an adjustmient to,C4, proceed as follows :- 


(1) Turn the RANGE switch to F, the 
OUTPUT VOLTS SELECTOR switch 


to SINE, 3 ATTEN, the ATTENUATED 


OUTPUT switch tol V, and the ATTEN 


IMPEDANCE switch to 75 2. 
(2) Connect to the ATTEN output socket a 
75 & load, a valve voltmeter set to 
read above 0.5 V, anda counter or 
other frequency measuring instru- 
ment capable of measuring between 1 
and 10 Mc/s. 
(3) Turn the FREQUENCY dial to read 
1 Mc/s and note the valve voltmeter 
reading. 
(4) Turn the FREQUENCY dial slowly to 
the 10 Mc/s position, noting the dif- 
ference in the valve voltmeter reading 
from that obtained in (3). If this dif- 
ference reading is greater than +0.5* 
dB, adjust C4 slightly. 
(5) Check that the oscillator frequency is 
correct at the 10 Mc/s setting of the 
dial and, if necessary, readjust Cl. 
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Note: It may be necessary to readjust RV1 
with the frequency dial set at 1 Mc/s. 
The preset components Cl, C4, and R’ 
are all interdependent and the adjust- 
ment of any one of these controls may 
affect the correct setting of the other 
two. 


4.7.8 RV12 and RV15—Regulated h.t. and 
I.t. supplies 


Following the replacement of any 
valve, transistor, or component in the reg- 
ulated h.t.or lt. power circuits, it is ad- 
visable to check and, if necessary, reset 
the d.c. output voltages of the circuits as 
follows :- 


H.T. regulated voltage 
(1) Apply a supply voltage that matches 
the setting of the mains transformer 
tappings. 

(2) Connect a voltmeter, set to measure 
285 V d.c., between the cathode 
(pin 6) of V11 and chassis. 

(3) Adjust the preset potentiometer RV12, 
which is mounted on the chassis 
beside V10, to obtain a voltmeter 
reading of 285 V. 


Note: Any adjustments made to theh. t. 
regulated power unit may affect the 
l.t. regulated supply voltage; follow- 
ing such adjustments, the latter should 
therefore be checked, 


L.T. regulated voltage 
(1) Apply a supply voltage that matches 
the setting of the mains transformer 
tappings. . 


Check that the regulated h.t. voltage 
is correctly adjusted, as described 
above. 


(2) 


(3) Connect a voltmeter, set to measure 
6.3 V d.c., between the two feed- 
through capacitors, C57 and C62, 


These two capacitors serve as term- 
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1370A (la) 


29 


Maintenance 


inating tags for the two windings on 

The bifilar wound choke L2-L3, and 
are mounted on the left hand side of 

the chassis. (The feed-through cap- 
acitors are fragile and may fracture 
if care is not exercised when attach- 
ing leads.) 


(4) Adjust the potentiometer RV15, situated 


on printed board, TM 7942, to obtaina 
voltmeter reading of 6.3 V. 


48 FUNCTIONAL CHECKS 


The following sequence of tests: may 
be used as a periodic check on performance 
or as a general fault-finding procedure to 
establish which part of the instrument is not 
working correctly. 


Apparatus required: 


(a) Valve voltmeter, to measure 2 to 40 V 
_ upto 10 Mc/s; e.g.’ Marconi Instru- 
ments TF 1041 or TF 1300. 


(b) Measuring oscilloscope, d.c. to 10 
Mc/s, with low-capacitance probe, 
10 c/s to 10 Mc/s; e.g., Marconi 
Instruments TF 1331 or TF 2200 with 
probe TM 5793/1. 


(1) Connect the valve voltmeter to the 
cathode of V4 (Test Point A). Check 
that the voltage near the centre of 
each frequency range is about 4 to 6 V. 
Replace the valve voltmeter with the 
oscilloscope and probe. Check that 
the waveform is free from distortion 
on each range, 


(2) Switch to RANGE C, SINE, 3 ATTEN, 
ATTEN IMPEDANCE 759 and con- 
nect a 75 @ load to the ATTEN output 
socket. Connect the valve voltmeter 
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to Test Point B. Tune the oscillator 
to about 2 kc/s and check that a read- 
ing of 3.16 V can be obtained on the 
valve voltmeter by adjusting the SET 
OUTPUT control. Then use the osc- 
illoscope to check for absence of dis- 
tortion at this voltage. 


(3) Switch to the 100 mV ATTENUATED 
OUTPUT range and readjust the SET 
OUTPUT control for 3.16 V at Test 
Point B. Switch to SINE, 10 DIRECT 
and check that the valve voltmeter 
reading does not change by more than 
about 5%. Using the oscilloscope, 
note that the waveform at the DIRECT 
socket is free from distortion. 


Readjust the SET OUTPUT control for 
3.16 V and check that the DIRECT 
output is 10 V +1%. Switch to SINE, 
30 DIRECT and note that the DIRECT 
output rises to 31.6 V +1% while the 
voltage at Test Point B does not alter 
with the attenuator at any step or with 
«the load removed. 


(4) Connect a 2.2 k@ load to the DIRECT 
output socket. Monitor the output 
with the oscilloscope and see that the 
square wave has a peak-to-peak value 
about 0.7 of that of the 30 V sine wave. 
By turning the SET OUTPUT control 
check that an output of 64 V peak-to- 
peak can be obtained, Switch to 
SQUARE, 10 DIRECT and note that the 
output falls to about a third. 


(5) Connect the oscilloscope to the DIRECT 
output socket. Monitor the SINE, 30 
DIRECT and SQUARE, 30 DIRECT sig- 
nals on ranges A to D and note that 
they disappear on ranges E and F while 
the warning lamp lights. 


Note : On SINE the signal will not disappear 
entirely but will appear as a distorted 
sine wave of less than 1 V amplitude. 
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Fig. 4.2 Component layout—top 
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C22 R24 C42 R56 R29 R121 C20 R25 C26 C39 RII6 C25 C23 R40 RI R&S 


ae - 
RS C31 
C57 es 
C62 RQ 
R3 R10 

R28 

R23 

R19 
” C17 
R2 R21 
cil C78 
Ré R17 
- R15 
- R125 


C54 C50 Ci3 RVI RV2 RV3 RV4 R11 RVS RVG R12 R16 C69 C29 C45 R13 R35 RV7 


Fig. 4.3 Component layout—bottom ieft 
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C59 RV8B RV8A R84 R111 R129 RVIO RVO R34 R36 C32 R46 R65 R61 C34 R64 R126 C58 C72 «CSE 


C46 


R67 
MRi 
R123 
C37 
C38 
R128 


C73 


C36 


R94 R88 R91 R92 RBE C40 R44 C19 R3B C43 RB2 C27 RGB R117 R5S C44 R113 R6O R72 C70 MR2 RV13 


Fig. 4.4 Component layout—bottom right 
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ILP1 R104 C5) R101 =R99- =R1I00 R102 TH2 R90 R87 R89 =R93~~=—-R103 


C47 
R95 
R106 
R96 
M1 
R 
R105 110 
R108 
R109 
C53 
R112 
R107 
C65 
RV12 
C66 
R120 
C67 
C52 
ILP2 
R70 
R74 
R66 
R73 
L1 
R71 
v9 
R69 
T1 
R63 —_ 
R68 
C58 
C56 
R75 
R76 
wad Fig. 4.5 Component layout—right side 
R78 
R79 
R59 
R80 
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REPLACEABLE PARTS 


Introduction 


This section lists replaceable parts in 
alphabetical order of their circuit references, 
with miscellaneous parts at the end of the 


list. The’ following abbreviations and 
syubols are used:- 
Carb : carbon 
Cer : ceramic 
Elec 2 electrolytic 
Log : logarithmic law 
Met film : metal film 
Met ox metal oxide film 
Min : minimum value 
TE : total excursion 
Var : variable (or preset) 
ww : wire-wound 
* : value selected during 
test; nominal value 
listed 
Ordering 


Send your order for replacement parts 
to our Service Division at the address given * 
on the back cover. Specify the following 
information for each part required: 


1) 
2) 


Type and serial number of instrument. 
Circuit reference. 
Description. 


3 
4 iieI.e code number. 


If a part is not listed, state its 
function, location and description when 


ordering. 

Circuit 

reference Description 
Capacitors 

C1 Var mica 2.5-40pF 
C2 ~=s not used 

C3 Var mica 3-30pF 
Ch Var mica 2.5-4.0pF 
C5 Var mica 3-30pF 
C6 Var mica 2.5-40pF 
C7 Var mica 3-30pF 
C8 not used 

C9 Var mica 3-30pF 
C10 Var air, 

C11 ganged ba od 
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M.I. code 


26857-203 


26852-533 
26857-203 
26852-5353 
26857-203 
26852-533 


26852-5353 


26832-903 


Circuit 


reference 


C51 


Description 


Cer 56pF +5% 750V 

Paper 0.1pF 210% 350V 
Elec 32uF +50% -20% 300V 
Elec 25uF +100% -20% 70v 
-004pF 240% 500V 
Paper 0O.1pF 410% 350V 
Blec 4uF +100% -20% 350V 
Elec 2uF +50% -20% 4,.50V 
Paper 0.5uF +10% 150V 
Paper’ 0.1yF +410% 350V 
Elec 32uF +50% -20% 300V 
Paper .01yF £10% 400V 
Elec 330uF +50% -20% 100v 
Paper .04uF +10% 400V 
Paper 0.1yF +140% 350V 
Paper 0.5uF +10% 150V 
Var air 3-30pF _ 
Plastic 0.1pF +10% 350V 
Paper O.5uF +10% 450V 
Paper 0.1uF 240% 350V 
Elec 4uF +1004 -20% 300V 
-O1pF +10% 400V 
Paper 0.14pF +10% 350V 
Paper 0.1pF 110% 350V 
Elec 500uF +50j -20;6 275v 
Paper O.1pF £10% 350V 
-OipF 210% 400V 
2001uF +410% 500V 
Plastic 82pF +2pF 350V 
Not used 

Paper 0.5uF +10% 350V 
Elec 500uF +100% -20% 25v 


Paper 


Paper 


Paper 
Paper 


Elec 500uF +100% -20% 25v 


Elec 500uF +100% -20% 7ov 
Cer 47pF 410% 750V 

Blec 100uF +50% -20% 500V 

Not used 

Not used 

Elec 100uF +50% -20% 500V 
Paper 0.4pF +10% 350V 


Replaceable parts 


M.1. code 


2632-164, 
26174.-1 74, 
264.17-4.85 
2641 7-145 
261 7h.=125 
2617-1 7h, 
2641 7-459 
26417-457 
26174-179 
261 74-17% 
264.1 7-485 
26174-1447 
264.17-694 
26174-4147 
2617-1 7h. 
26174.-179 
26814,-.09 
261 7.=4 74. 
261 74-179 
261 7h.=4 7 
2644 7-458 
261 74-147 
2617-17. 
261741 7h. 
2641 7-696 
261 74-174. 
26174-4147 
26174.-125 
26516-225 


26174-179 
264.1 7-228 
264.1 7-228 
261,17 -230 
26 321,-835 
261,624 36 


261.1 7-687 
26174-1774. 
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Replaceable parts 


Circuit 


reference 


C52 
C53 
C54. 
C55 
C56 
C57 
c58 
c59 
c60 
C61 
C62 
C63 
C64, 
C65 
v66 
C67 
668 


C69 . 


Description 


Paper O.ipF +10% 350V 
Paper ipF +10% 250V 
Elec 64yF +507 -20% 4.50V 
Not used 

Cer 1000pF +20% 500V 
Cer 4700pF min 500V 

Cer 4700pF min 500V 

Cer ‘ip¥ +0.5pF 750V 
-001pF +10% 500V 
-001pF £10% 500V 
Cer 4700pF min 500V 

Cer 4700pF min 500V 

Cer 4700pF min 500V 
Paper .002u* 210% 500V 
-001uF +10% 500V 
Paper .0014uF +10; 500V 
Not used P i, 
-O1pF £409 4.00V:: 


Paper 


Paper 


Paper 


Paper 


c70T Cer 4.7p¥ £0.5pF 750V 
C71; Cer 4&.7pF +0.5yF 750V 


C72 
C73 
C74 
C75 
C76 
C77 
c78 
C79 
c80 


Paper .001nF £19% 500V 
Paper .001uF 210% 500V 
Elec 2500uF +50% -20, 507 
Elec 250uF +100% -20% 25V 
Elec 4100uF +100% -20% 25v 
Blec 100uF +100% -20% 25V 
Cer 4.7pF +0.5pF 750V 
-01pF £400 400V 
Elec ‘ipF +50% -20% 450V 


Paper 


Fuses 


FSi 2A 
FS2 500mA 
FS3 602A 


Indicating lamps 


ILPi 110V neon, red 
ILP2 300V neon, amber 
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M.1. code 


261 74-174. 
26171.-188 


264.1 7-673 


26373-256 
26373-665 
26373-665 
26 324-4,03 
261 74-125 
26174-4125 
26373-665 
26373-665 
26373-665 
26174-126 
261 74-125 
261 74-125 


261 74-147 
26 32),-055 
26324,-055 
26174=-126 
26174-4126 
MIP 41617 
20417-167 
26!,17-158 
264.47-158 
26324,.-055 
26174-1147 
26417-1453 


234.11-007 
234.11-056 
234.11-060 


23733-115 
23733-121 


Circuit 
reference 


Inductors 


Li Choke 
L2  ~=Choke 
L3 = Choke 


40H 75mA 


Meter 


M1 =. 200 1mA fsd 


Semiconductor diodes 


MRi HDi814 
MR2 HD1814. 
MR3A 

cat type SX631-V1P1 
MR Lucas type DDO58 
MR5 Lucas type DDO58 
MR6 Lucas type DDO58 
MR7 Lucas type DDO58 
MR&8 Zener ZBi.7 


Plugs 
PLA 3 pin 5 amp 


Resistors 


Description 


M.1. code 


23642-1214 
TB 54410 
TB 344.0 


Th 3970/102 


28331-365 
28331-365 


28359-1435 
28358-817 
28358-817 
28358-817 
28358-817 
28371-376 


23425~1 1 


(Unless otherwise stated, tolerance refers to 


initial selection and rating refers to 70°C) 


R19 Met film 2500 =1% 


R10 
R11 
R12 
R13 


Met film 
Met film 
Met film 
Met film 
Met film 
Met film 
Carb film 
Carb film 
Carb film 
Carb film 


Met ox 220k2 +7% TE 3W/55°c 


WW 
R22 Met film 2400 t4% iW 
ay 


27.3kN 23% iw 


273kN 23% iw 
260kN +3% iW 
273M 41% 3/)W 
2.6M2 21% 3/4.W 
27MQ 2% 2W 
30MN +2% ow 


24636-7014 
24,636-605 
246 35-102 _ 
216 35-104 
246 35-552 
24635-5511 
24.635-752 
21,635-751 
24.1 77-273 
24.177-260 
24,.228-027 
24.228-030 
24,552-14.3 
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Circuit 


reference 


Description 


39kN 410% 49/55°¢ 
1002 +10% $0/55°C 
10kQ +10%° 39/55°C 
Carb 660 +10% 40/55°c 
Met ox 4.7kM 45% 3W 

Met ox 362 +7% TE 30/55°C 
Met ox 1.2kN +5% 3W 

Carb 10k2 +10% 49/55°C 
Met ox 6.8kQ +5% 3W 

Carb 1000 +10% 49/55°c 
Carb 102 +10% 49/55°c 

Carb 479 +10% 4W/55°c 

Carb &7k2 +10% $9/55°C 

Not used 

Met ox 22kN +5% ow 

Met film 2502 t1% WW 

Carb’ 1.0MQ 10% 4#/55°C 

WH = 2.2kN 25% Law 

Carb 6.8k2 +10% 1W/55°C 
WH 2.2kN +5% 43w 

Met ox 120k2 +7% TE 34/55°C 
Carb 68k0 +10% 1W/55°c 
Met ox 10kN +5% ow 

Not used 

Carb 1509 +10% 49/55°c 
WH 15k 25% 5¥/20° 
Carb 820k 210% 4W/55°c 
Carb 150k2 +5% Iw 
Carb 220kN +5% iw 
Not used 

Carb 47k 210% 39/55°C 
Carb 229 210% 19/55°c 
Carb 1.82 +10% 49/55°c 
Carb 100k =10% 4W/55°c 
Carb 220k2 210% 3/55°c 
Carb 470 210% 19/55°C 
WW 4702 +5% 43 

Carb 479 210% $4/55°C 
Carb 1002 +10% 4W/55°c 


1370A (1d) 


MI. code 


24342—12, 
24.342-050 
24343~110 
21,342-0l,3 
24588-14,3 
24552034, 
21,588-128 
24,34.2-110 
2588-116 
21,3%42-050 
24.34.2-020 
21, 342-037 
24 34.2~126 


24,587-258 
24636-7041, 
24 34.2—~166 
25126-588 
2,34.2-106 
25126-588 
24552-1357 
24,34.2=134 
21,587 -250 


24,34.2-054 
25336-5445. 
24.34.2-164 
24.3 32-139 
24,.332-14.3 


24,.34.2-126 
24,.34.2-028 
24,34.2-086 
24,354.2=135 
24, 34.2-44,.3 
24,54.2-037 
25123-067 
24,.34.2-037 
24,34.2-050 


Circuit 
reference 


Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 
Carb 


Description 


470 210% 38/55°C 
1M 210% 39/55°C 
1MQ +10% $0/55°C 
1002 +10% £9/55°c 
4702 +10% $9/55°% 
6.8kN +10% 18/55°C 
3000 21% Ww 

4. 7k 210% $9/55°C 
6802 +10% 4W/55°c 
film 4500 +1% 4wW 
6640 +1% iw 
20512 21% 4W 
6490 1% aH 
722 =1% iW 
4702 +10% $1/55°C 
750 11% 3H 
2010 21% WW 
2130 +1% iw 
1442 24% SH 
4702 210% 38/55°C 
21352 21% 


film 990 +1% iw 


Not used 


Carb 


film 4700 +1% iw 


WW 467k £5% ,Aw 


Carb 


be 7k *10% $¥/55°C 


Not used 


Carb 
Carb 
Carb 
Carb 
Carb 


10u2 210% 49/55°c 
4100 +10% 1#/55°c 
470 £10% $8/55°C 
41k +10% 1W/55°C 
102 +10% 19/55°C 


WW 22k +10% 1W/55°c 


Replaceable parts 
MI. code 


21,34.2-037 
24,.34.2-166 
24,34.2-166 
24.342-050 
24,34.2-069 
24343-1006 
24.133-300 
24.34.2100 
24.34.2-076 
24.133-150 
24,.133-664, 
24.158-1,70 
24133-6419 
24.1 32-720 
24,.34.2-069 
24.152-750 
24133-2014 
24133-2135 
2155-144, 
24.34.2-069 
24.1335-213 
24133-1444, 
24.1335=213 
241335—14), 
24135-2135 
24135-1144, 
24.135-213 
24.132-990 


24.1335-1.70 
. 25126-600 
25126-550 


24.542-194 
24,34,3-020 
24,34.2-037 
24,34,.3-080 
24.34,3-020 
24.345-118 
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Replaceable parts 


Circuit Circuit 

reference Description M.1. code reference Description MI. code 
R92 Carb 220k +10% Iw 24342-143 R134 WW 0.50 210% iLW 25133-034 
R93. Carb 1kQ 10% 1#/55°C 24343-080 = R132 Carb 2.2kQ +10% 49/55°c 2,34.2-088 
R94 Carb 2702 210% 4W/55°c 24,.34.2-064 R133 Carb 3.9k +10% $9/55°C 24,.34,2-096 
R95 Carb 100kQ +10% 4w/55°c 24342-1535 R134 Card 330 +10% 49/55°c 24,34,.2-033 
R96 Carb 330kQ 10% 4/55°C 24342-148 R135 Carb 6.8k2 +10% 49/55°C 24.34.2-106 
R97 Not used R136 Carb 470 +10% 49/55°C 24.34.2426 
R98 Carb film 300 +4% Jw 24132-300 R137 Carb 8200 +10% 49/55°c 24,342-078 
R99 Carb 1M0 +10% 39/55°c 24342-166 R138 Met ox 4700 +7% TE 3W/55°C —-24,552-069 
R100 Carb 2,2M0 +10% 4#/55°C 24342~174. R139 Met ox 2.2kN +7% TE 3W/55°C —-24,552-088 
R104 Carb 2.2MQ +10% 49/55°C 24342-174 RIO Card 100k 210% 4#/55°c 24,34.2=4 35 
R102 Carb 330k +10% 39/55°c 24342—148 RIA Carb 220k +10% 4W/55°c 24342-4143 
R103 Carb &7kQ +5% dw 2.333526 

R104 Carb 22k +5% iw 24332118 

R105 Carb 100k2 +10% 4w/55°c 2h, 34.2—1 35 

R106 Carb 100k2 210% $9/55°c 24, 34.2—4 35 

R107 Carb 22k 210% 31/55°C 21,34,2-118 z ; 

R108 Carb 82kQ +10% 1W/55°C 24.34.3-133 

R109 Carb 100k2 +10% 47/55°c 2h,3,.2=435 

R110 Carb 33k0 +10% 49/55°C 24,34.2—422 

R111 Carb 2.2M0 +10% 49/55°c 24.34.2174. 

R112 Carb 470kN 110% 40/55°c 24. 34.2—152 Variable resistors 

R113 Carb 472 +10% $9/55°C 21,34.2-037 

Ri4h Carb 10k £10% 49/55°c 24 342-140 (All linear lew unless otherwise stated) 

R115 Not used RV1 WW 680 +10% iw 25886-206 
R116 Carb 479 +10% 40/55°c 24342-037  RV2 WW 1k +10% iW 25886-22k, 
R117 Carb 1.5MQ 210% 49/55°C MIP 51713 -RV3 Carb 4.7kQ +20% iw 25678-303 
R118 Not used RV Carb 33k +20% iw 25678-3414, 
R119 Carb 250 +5% iW 24342-250  RV5 Carb 330k 220% iw 256 78-32h, 
R120 Carb 3.3kQ +10% 49/55°c 24342-09,  RV6 Carb 100kQ +20% iW 25678-3148 
R121 Carb 1000 +10% $9/55°C 24342-050 RV7 Carb 10k +20% iw 25678-307 | 
R122 Carb 100k +10% 4W/55°c 24342-135 RV8A Carb, 10k2 +10% ow 

R123 Carb 1000 +10% $7/55°c 24342-050  - RV8B ganged 1kQ +10% 24 , Bee 
R124 Not used RV9 Carb 50kN +20% ow 2564.5-.25 
R125 Carb 1000 +10% $#/55°c 24342-050  -RV10 Carb 50k +20% 2W 25645-4.25 
R126 Carb 1002 210% 37/55°c 2342-050 RV11 Carb 5kQ 420% 41W 25641-1114 
R127 Carb 1002 +10% $W/55°c 24, 34.2-050 RVi2 Carb 25kN 120% 1W 25641-1418 
R128 Carb 109 +10% $7/55°c 24.342-020  RV13 Carb: 6800 +20% jy 25611-1142 
R129 Met ox 1.5k0+7% TS $W/55°C 24552-08% RVI, Not=used 

R130 Carb 820k0 +10% $7/55°C 24342161 RV15 Carb 4700 +20% iw 25611-24.6 
38 . 1370A (1c) 


aaa ae a 


Circuit 
reference Description 


Switches 


SA RANGE 

SB ATTENUATED OUTPUT 

SC OUTPUT VOLTS SELECTOR 
SD SUPPLY 

SE 4% ATTEN 


Sockets 


SKTC Coaxial 75 BNC 
SKTD Coaxial 759 BNC 


Transformer 


T1 Mains 


Thermistors 


TH1 STC type Ath, 
is 
TH2 STC type 6z3!: 


Valves 

vi EF182. 
V2 §E810F 
V3 2s EF 484, 
Vi «= B810F 
v5 §88cC 
1370A (1b) 


M.1. code 


44,521,-806 
44,325-1 04 
44525-2053 
41,334,-003 
41,323-109 


25 4L 54.53 
23445423 


™5151/26 


25683-263, 
25683-6445, 


281454.-627 
28154,-667 
28154-627 
28154-667 
281424.-727 


Circuit 
reference Description 


V6 §810F 

V7 6BQ5 

V8 6BQ5 

v9 =“ 6BW7 

ViO Not used 
V11 6080 
Vi2 = 412AX7 
Viz 12AX7 
Vik 85A2 


Transistors 


VT1 Texas type 2N332), 
VT2 Mullard type ACY17 
VT3 Brush type 2N1553 


Knobs 


RANGE 

SET OUTPUT 
OUTPUT V SEL 
ATTEN OUTPUT 
FREQUENCY 

Z ATTEN 


Replaceable parts 


M.I. code 


28154-667 
28154-557 
28154.-557 
28154-1492 


284 2,-302 
284 2-307 
281 2.3502 
28216=237 


284,.2),~356 
28),.26-1,97 
28), 21, -886 


351145-102 
31145-1C2 
31145-102 
3115-102 
41142-4418 
44144-204 
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CC 


DECIBEL CONVERSION TABLE 


Ratio Down Ratio Up 
VOLTAGE POWER DECIBELS VOLTAGE POWER 
1-0 1-0 0 1-0 1-0 
9886 9772 r 1-012 1-023 
9772 9550 2 1-023 1-047 
9661 9333 3 1-035 1-072 
9550 9120 4 1-047 1-096 
9444 8913 5 1-059 1-122 
9333 8710 6 1-072 1-148 
9226 8511 gq 1-084 1-175 
9120 8318 8 1-096 1-202 
9016 8128 9 1-109 1-230 
8913 7943 1-0. 1-122 4-259 
8710 7586 42 1-148 1-318 
5.8514! 7244 1-4 1-175 "4-380 
8318 618 1-6 1-202 1-445 
-8128 -6607 1:8 1-230 1-514 
7943 -6310 2-0 1-259 1-585 
ns 
-7762 -6026 2:2 1-288 1-660 
7586 5754 2-4 1-318 1-738 
7413 5495 2-6 1-349 1-820 
7244 5248 28 1-380 1-905 
7079 5012 3-0 1-413 1-995 
6683 -4467 3-5 1-496 2-239 
6310 +3981 4-0 1-585 2-512 
“5957 +3548 45 1-679 2-818 
5623 3162 5-0 1-778 3-162 
+5309 2818 5-5 1-884 3-548 
-5012 2512 6 1-995 3-981 
4467 1995 7 2-239 5-012 
‘ 3981 “1585 8 2-512 6-310 
3548 1259 9 2-818 7-943 
3162 “1000 10 3-162 10-000 
-2818 07943 11 3-548 . 12-59 
-2512 06310 12 3-981 15-85 
-2239 05012 13 4-467 19-95 
1995 03981 14 5-012 25-12 
1778 03162 15 5-623 31-62 
1370A (1) 4) 
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DECIBEL CONVERSION TABLE 


Ratio Down Ratio Up 
VOLTAGE POWER DECIBELS VOLTAGE ~ POWER 
1585 02512 16 6-310 39-81 
1413 01995 17 7-079 50-12 
1259 -01585 18 7-943 63-10 
1122 01259 19 8-913 79-43 
1000 -01000 20 10-000 100-00 
07943 -006310 22 12-59 158-5 
-06310 003981 24 15-85 251-2 
05012 002512 26 19-95 398-1 
-03981 001585 28 25-12 631-0 
03162 -001000 30 31-62 1,000 
02512 0006310 32 39-81 1,585 
01995 -0003981 34 50-12 2,512 
01585 ds 0002512 36 * 63-10 3,981. 
01259 foi: -0001585 38 79-43 6,310 
-01000 0001000 40 100-00 10,000 
007943 -00006310 42 125-9 15,850 
006310 -00003981 44 158-5 25,120 
-005012 -00002512 46 199-5 39,810 
003981 -00001585 48 251-2 63,100 
003162 -00001000 50 316-2 100,000 
-002512 6-310 x 10° 52 398-1 158,500 
001995 3-981 x 10° 54 501-2 251,200 
001585 2-512 x 10* 56 631-0 398,100 
001259 1-585 x 10° 58 794:3 631,000 
-001000 10° 60 1,000 10° 
-0005623 3-162 x 107 65 1,778 3-162 ~ 10° 
0003162 107 70 3,162 10’ 
-0001778 3-162 x 10° 75 5,623 3-162 x 10’ 
-0001000 10° 80 10,000 10° 
-00005623 3-162 x 10° 85 17,780 3-162 x 10° 
-00003162 10° 90 31,620 10° 
-00001000 10° 100 100,000 40" 
3-162 x 10* 10" 110 316,200 10" 
10* 10°? 120 10° 107 
3-162 x 107 10°? 130 3-162 x 10° 10” 
107 10" 140 10’ 10" 
42 : 1370A (1) 


CIRCUIT NOTES 


COMPONENT VALUES 


Resistors: No suffix = ohms, k = kilohms, M = megohms 
Capacitors: No suffix = microfarads, p= picofarads, 


* Value selected during test; nominal value shown. 


VOLTAGES 


Shown in italics. These are d.c. and relative to chassis 
unless otherwise indicated, Measured with a 20 kQ/V 
meter on highest convenient range and with controls set 
as follows:- 


OUTPUT V SEL. on SQUARE-30-DIRECT 
RANGE onA, B, C orD. 
{ 4 


SYMBOLS 


e - 


@ preset component 
+ arrow indicates clockwise rotation of knob 
panel marking 


® test point 


SWITCHES 


Rotary switches are drawn schematically, 
Numbers or letters indicate control knob setting 
as shown in key diagrams. 
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SEQUENCE OF SECTIONS 


Plan of sections viewed from knob end 
with switch in fully counter-clockwise position 


SA 


ci 


° 
° ° RIS 
° ° 
RI R3 RS R7 RO RI RI RI RS R7 RO RV 
R2 R4& RE RB RIO R12 
ci c2 C3 CS C7 C9 
SCkE scj4 
o 2 o 
° ° 
9 {LP2 
° -O——- C64 
8 SAJ7 
oa RE 


lil; 4 


R2 R4 RE RB RIO 
RVI RV2 RV3 RV4 RVS 


RVI RV2 RV4 RV5 
RV3 


sc 


i ¢27 


R129 V4pinS SAbBs RN4 
RVBA RI1S 


VSB ping etc 


SAk12 
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